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SUMMARY 


Literature  on  a  wide  range  of  solid  sorbent  materials  has  been  reviewed 
and  evaluated  to  find  sorbents  which  could  be  used  for  analysis  of  trace 
quantities  of  explosives  in  water.  In  the  field,  explosives  would  be 
concentrated  by  sorption  onto  a  cartridge  of  sorbent  material,  then  desorbed  for 
•  analysis  in  the  laboratory.  Desirable  characteristics  in  a  sorbent  are 

therefore  quantitative  adsorption  of  explosives  to  be  analyzed  from  water  and 
effective  desorption  of  the  explosives  for  analysis. 


A  number  of  types  of  solid  sorbents  were  evaluated,  including  styrene 
diviny lbenzene  resins,  acrylic  esters,  vinyl  pyrrol idones ,  vinyl  pyridines, 
acrylonitrile  divinylbenzenes ,  phenylene  oxide  sorbents,  carbonaceous  resins, 
poLyurethane  foam,  alumina,  silica  gel,  molecular  sieves,  C^g  reverse  phase 
sorbents,  cyano  reverse  phase  sorbents,  and  activated  carbon.  Twelve  sorbents 
from  this  group  are  recommended  for  initial  screening  studies  to  determine  their 
effectiveness  at  sorbing  low  levels  of  explosives  in  water. 
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I.  INTRODUCTION 


* 


A.  Background 

Traditionally,  trace  organic  pollutants  present  in  water  are  analyzed  by 
liquid-liquid  extraction  from  water  and  concentration  of  the  extract  before 
instrumental  analysis.  This  process  necessitates  the  transportation  of  heavy, 
bulky  containers  of  water  to  a  laboratory,  since,  typically,  one  to  ten  liters 
of  water  are  required  for  a  single  analysis.  This  process  is  both  time  consuming 
and  labor  intensive. 

An  attractive  alternative  to  this  process  would  be  an  "in  field11 
concentration  of  the  organics  found  In  water  onto  a  solid  sorbent.  The  sorbent 
could  be  contained  in  an  inert  cartridge  and  a  metered  amount  of  water  could  be 
pumped  through  the  cartridge.  The  advantages  of  this  process  include 
convenience,  the  ability  to  quantitate  ppb  levels  of  organics,  and  the  recovery 
of  polar  organics  such  as  phenol,  which  are  not  extracted  quantitatively  from 
neutral  solutions  with  solvent-solvent  extraction  techniques, 

A  good  sorbent  for  this  type  of  sampling  must  adsorb  essentially  100%  of 
the  organics  of  interest.  The  recovery  from  the  sorbent  must  also  be 
essentially  100%.  The  sorbates  should  not  participate  in  "in  situ"  reactions  on 
the  sorbent*  The  sorbates  should  be  easily  desorbed  with  a  minimum  of  solvent. 
Thermal  desorption  should  be  investigated,  because  the  sorbates  could  be 
desorbed  directly  onto  a  GC  for  analysis. 

B.  Objectives 

The  objective  of  this  study  was  to  survey  and  evaluate  the  available 
information  pertaining  to  the  use  of  solid  sorbents  for  the  concentration  of 
selected  explosives  from  water*  The  collected  literature  was  evaluated  with  the 
ultimate  goal  of  identifying  sorbent  technology  capable  of  improving  the 
analytical  detection  limits  for  the  explosives  of  interest  into  the  low  parts 
per  billion  range.  As  a  result  of  this  literature  evaluation,  twelve  sorbents 
which  have  potential  for  water  sampling  of  explosives  were  selected  for 
laboratory  evaluation. 

The  explosives  of  interest  in  the  study  include  2,4,6-trinitrotoluene 
(TNT),  2,4-dinitrotoluene  (DNT),  2 , 6-dinitrotoluene  (DNT),  1 , 3 , 5-trini tro- 
1 , 3, 5-triazine  (RDX),  pentaery thrite  tetranitrate  (PETN),  nitroglycerine, 
lead  styphnate,  tetracene,  picric  acid  and  tetryl. 

C.  Study  Methodology 

The  information  evaluated  in  this  study  was  gathered  through  computer¬ 
ized  and  manual  literature  searches  and  personal  communications  with  manu¬ 
facturers  of  various  sorbent  materials*  The  computerized  data  bases  searched 
included  Chemical  Abstracts,  National  Technical  Information  Service  (NTIS), 
Enviroline,  Pollution  Abstracts,  Air  Pollution  (ATTIC),  Disserta t ion  Abs trac ts , 
and  Government  Printing  Office  (GPO) .  The  following  criteria  were  used  for 
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evaluation  of  the  various  sorbents  and  for  selection  of  the  sorbents  to  be 
included  in  the  laboratory  study. 

-  the  efficiency  of  adsorption  of  organics t  especially  nitroorganics, 
from  water 

-  potential  interferences  in  the  adsorption  process 

-  the  efficiency  of  solvent  or  thermal  extraction  of  organics,  es¬ 
pecially  nitroorganics  from  the  sorbent 

-  potential  for  "in  situ"  reactions  of  the  sorbate  on  the  sorbent 

-  capacity  of  the  sorbent  for  nitroorganics 

This  report  presents  an  evaluation  of  the  available  data  on  sorbents  for 
removal  of  explosives  from  water*  The  theory  of  the  sorption  process  is  briefly 
discussed,  and  the  properties  of  various  sorbents  and  results  of  previous 
environmental  studies  using  these  materials  are  presented.  The  selection  of 
sorbents  to  be  evaluated  in  the  laboratory  and  the  reasons  for  their  choice  are 
included  at  the  end  of  the  report* 


II.  BASIS  OF  SORBENT  PROCESSES 


Sorbent  materials  can  be  classified  into  three  basic  types  based  upon  the 
particular  sorption  process  involved.  The  sorption  process  can  involve: 

-  the  trapping  of  sorbate  molecules  in  micro-pores  of  appropriate  size 

-  a  direct  sorbent-sorbate  interaction  of  a  hydrophilic  or  hydrophobic 
nature 

-  actual  solution  of  the  sorbate  in  a  psuedo  "liquid"  sorbent 

-  a  combination  of  these  characteristics. 

In  general,  sorbents  typically  exhibit  adsorption  by  two  or  more  of  these 
processes . 

Molecular  sieves  and  activated  carbon  are  examples  of  trapping  in 
micropores.  Both  molecular  sieves  and  activated  carbon  have  a  structure 
consisting  of  macropores  and  micropores,  the  latter  being  on  the  order  of 
molecular  dimensions.  The  application  of  the  material  is  dictated  by  the 
relative  size  of  the  pores  to  the  size  of  the  solute  and  solvent  molecules. 
Molecular  sieves  have  pore  sizes  generally  less  than  10A  and  are  thus  best 
suited  for  trapping  small  molecules  such  as  water  or  low  molecular  weight 
alcohols  from  organic  solvents.  Activated  carbon,  on  the  other  hand,  has  pore 
sizes  in  the  10-1000  A  range  and  can  trap  a  wide  variety  of  solutes. 

The  second  process  involving  adsorption  via  direct  sorbent-sorbate 
interaction  of  either  a  hydrophilic  dipole-dipole  nature  or  a  hydrophobic  Van 
der  Waals  type  of  interaction  can  be  illustrated  by  silica  and  carbon  sorbents. 
The  surface  of  silica  is  composed  of  polar  silicon-oxygen  or  silicon-hydroxyl 
functional  groups  which  exhibit  a  strong  dipolar  attraction  with  any  polar 
solute,  and  are  thus  best  suited  to  the  removal  of  polar  materials  from  a  non¬ 
polar  solvent.  Carbon  and  the  various  polymeric  organic  sorbents  are  basically 
non-polar  materials.  Non-polar  solutes  are  attracted  to  these  materials  by  a 
non-ionic  Van  der  Waals  interaction  much  in  the  same  way  that  the  hydrophobic 
end  of  a  detergent  molecule  is  attracted  to  a  non-polar  oil  molecule. 

The  third  process  occurs  with  non-crystalline  sorbents.  These  types  of 
sorbents  include  semi-liquid  organic  polymers  and  bonded  or  non-bonded  liquid 
phases  on  a  crystalline  support  base.  This  process  is  essentially  a  partition  of 
solute  solubilities  between  the  solvent  (water)  and  the  semi-liquid  sorbent.  It 
is  most  effective  when  the  solute  is  much  more  soluble  in  the  sorbent  than  in 
water.  Thus,  liquid  sorbents  cannot  be  used  to  remove  polar,  water  soluble 
organics  from  water,  g  ^ 


For  sorption  of  organics  from  water,  the 
large  pore  size,  preferably  in  the  10-100  A  ran^e.  The  surface  properties  of  the 
sorbent  should  be  of  a  hydrophobic  nature.  Finally,  the  sorbent  should  have 
solubility  properties  as  similar  to  the  solute  as  possible. 


ie Sorbent  should  have  a  relatively 


ioy 

v4* 
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III. 


MACRO RETICULAR  RESINS 


Macroreticular  resins  are  synthetic  polymers  with  high  porosity  and 
large  surface  areas.  Typical  pore  diameters  range  from  50  to  800  A  and  typical 
surface  areas  range  from  140-800  m2/g.  The  resins  are  generally  chemically 
stable  up  to  2GG°C,  although  some  resins  can  tolerate  higher  temperatures. 

The  most  common  macroreticular  resins  are  polymers  of  styrene  divinyl 
benzene,  acrylic  esters,  or  phenylene  oxide.  The  polymers  can  have  functional 
groups  incorporated  chemically  into  their  structures.  Common  functional  groups 
incorporated  in  the  polymers  are  acrylonitrile,  vinyl  pyridine,  vinyl  pyrro- 
lidone  and  ethylene  glycol  dimethacrylate  (Analabs,  1980).  These  functional 
groups  provide  chemical  selectivity  to  the  polymer  which,  when  combined  with 
size  and  shape  selectivity,  yields  excellent  chromatographic  separation  of 
materials . 

A.  Styrene  Diviny Ibenzene  Resins 

Styrene  diviny Ibenzene  resins  are  composed  of  very  small  gellular 
microspheres  fused  into  large  macrospheres.  The  space  between  the  agglomerated 
microspheres  is  continuously  porous.  These  resins  are  nonpolar  and  exhibit  high 
sorbent  capacity  for  nonpolar  sorbates  (Pietrzyk  and  Chu,  1977),  The  structure 
of  a  typical  styrene  diviny Ibenzene  resin,  one  of  the  Amberlite  XAD  series,  is 
shown  in  Figure  1.  Physical  properties  and  typical  applications  of  several 
commercially  available  styrene  divinylbenzene  resins  are  listed  in  Table  I. 
Common  styrene  divinylbenzene  resins  are  Chromosorb  101  and  102,  Porapak  P,  and 
Amber lite  XAD -2  and  XAD -4  * 

The  Amberlite  XAD  resins  require  preconditioning  before  they  can  be  used 
for  environmental  sampling.  For  air  sampling,  Van  Rossum  and  Webb  (1978) 
suggest  sequential  solvent  extraction  with  acetone,  methanol  and  methylene 
chloride  or  chloroform.  The  treated  resins  should  be  stored  under  a  solvent 
such  as  methanol  until  needed  to  prevent  sorption  of  organics  while  in  storage. 
For  water  sampling,  Rohm  and  Haas  (1978)  suggest  preconditioning  of  XAD  columns 
by  backwashing  with  distilled  water  for  approximately  ten  minutes,  followed  by 
downflow  of  four  bed  volumes  of  methanol  to  remove  any  traces  of  preservatives 
or  monomeric  components,  followed  by  four  bed  volumes  of  distilled  water.  Since 
untreated  XAD-2  and  XAD-4  resins  will  not  be  wetted  by  water,  dry  sorbent  should 
be  wetted  with  methanol  or  ethanol  before  recond i t ioning . 

The  styrene  divinylbenzene  polymers  have  been  used  for  both  air  and  water 
sampling  of  organic  pollutants.  Of  these  resins,  the  Amberlite  XAD  series 
resins  have  been  extensively  studied  for  their  ability  to  retain  organic 
pollutants  from  air  and  water  samples.  Available  data  on  air  and  water  sampling 
with  styrene  divinylbenzene  resins  are  summarized  in  Table  II. 

In  air,  humidity  appears  to  have  some  effect  on  the  capacity  for  organics 
of  XAD “2 .  Expressed  as  Vg  (ml  of  sorbate  per  gram  sorbent),  Table  III  shows  that 
sorbent  capacity  is  decreased  by  as  much  as  17%  at  high  relative  humidity, 
although  the  decrease  is  much  smaller  for  non-polar  organics.  Sydor  and 


Figure  1.  Structure  of  Amberlite  XAD-2  and  XAD-4  Resins  (Kunin,  1976} 


TABLE  I,  Properties  of  Styrene  D ivinyl benzene  Resins 
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TABLE  III,  Comparison  of  Vg's  for  Sorbates  at  Two  Different  Relative  Humidities  on 
XAD-2  (Piecewicz  et  alM  1979) 


GO 

> 

tv  >> 
> 

JJ  ^ 
TO  4ji 

t-4  <U 

ac 


GO 


r— < 

O 

o 

a 

o 

O 

O 

XT) 

£ 

CO 

O' 

on 

00 

oo 

*d- 

'd- 

o 

o 

^r 

<T 

CN 

Csl 

\0 

00 

1— 1 

l""1 

Oi 

• 

at 

> 


to  -o 

t  <p4 

0J  E 

e*  s 
x 


QJ  — 

u  o 
2  > 
u  ^ 

-r*  o 
O  > 
X  — 


<U 

lMl 

C  u 


o 

o 


f n 

r-s 

o 

00  1 

1  00 

1  ^ 

o 

o 

o 

r*- 

oo 


CM 

co 


cn 

00 


a\ 

00 

00 

o 

*  o 

* 

o 

o 

O 

i^h 

& 

O 

pH 

e 

to  % 

r— • 

CSI 

f-i 

un 

H 

O 

O 

3 

u  o 

to  o 

m 

m 

m 

mt 

m 

<r 

a 

u 

Cl  w 

B 

TO 

un 

tn 

yn 

m 

un 

m 

m 

01 

"0 

(V 

B 

E 

0 

o 

u 

<U 

TO 

c 

to 

u 

C 

TO 

o 

re 

TO 

u 

c 

i-H 

Xi 

JJ 

3 

TO 

>k 

u 

C 

02 

X 

X 

0 

TO 

1 

u 

<U 

to 

04 

CM 

ui 

ti3 

16 


Pietryzk  (1978)  report  that  Amberlite  XAD-2  and  XAD-4  show  a  decrease  in 
capacity  of  243  and  12%  respectively  in  humid  atmosphere. 

A  number  of  investigators  have  studied  the  recovery  of  organics  from 
water  by  styrene  divinylbenzene  resins,  and  the  results  of  several  of  these 
studies  are  summarized  here. 

Van  Rossum  and  Webb  (1978)  used  the  XAD  resins  to  isolate  organic 
pollutants  from  water.  Styrene  divinylbenzene  resins  included  were  XAD-2  and 
XAD-4.  The  resins  were  used  alone  and  in  mixed  beds.  Recoveries  for  the  various 
organic  species  tested  using  distilled  water  and  tapwater  are  presented  in 
Tables  IV  and  V,  respectively.  The  reduced  recoveries  from  tapwater  are 
attributed  to  reaction  of  the  organic  compounds  with  residual  chlorine  and  other 
materials  in  the  tapwater.  Pellizzari  and  Bunch  (1979)  also  reported  that  "in 
situ"  reactions  occur  on  XAD-2  in  the  presence  of  olefins  and  chlorine. 

Chriswell  e_t  a_l.  (1977)  studied  the  recovery  of  organic  materials 
sorbed  from  water  using  several  types  of  sorbents,  including  Amberlite  XAD-2, 
XAD-4,  XAD -7  and  XAD-8 ,  several  weak  base  anion  exchange  resins,  and  activated 
carbon.  Recoveries  were  determined  relative  to  the  recovery  of  the  XAD-2  resin. 
Duolite  L-863  a  styrene  divinylbenzene  resin  manufactured  by  Diamond  Shramrock 
was  1.6  times  more  effective  than  Amberlite  XAD-2.  Amberlite  XAD-4  was  2.6 
times  as  effective  as  XAD-2.  Amberlite  XAD-7  and  XAD-8  were  both  0.6  times  as 
effective  as  XAD-2.  All  the  other  materials  tested  showed  less  than  0.2  times 
the  recovery  of  Amberlite  XAD-2. 

Harris  e_t  al.  (1980)  also  evaluated  solid  sorbents  for  water  sampling. 
Among  the  sorbents  considered  were  Amberlite  XAD-2  and  XAD-4.  Amberlite  XAD-2 
was  used  to  remove  chlorinated  pesticides  from  waste  water  with  recoveries  of 
greater  than  89%  of  the  pesticides.  The  pesticides  were  desorbed  from  the  resin 
by  elution  with  diethyl  ether.  Amberlite  XAD-2  was  also  used  to  remove 
polyaromatic  hydrocarbons  from  water  with  recoveries  of  45  to  76%.  The  XAD-2 
resin  also  removed  trihalomethanes  from  water  with  greater  than  60%  recovery. 
Amberlite  XAD-4  was  used  to  remove  trihalomethanes  and  chlorinated  pesti- 
cides/PCB  with  recoveries  of  greater  than  85%  and  greater  than  70%,  respec tively . 

Amberlite  XAD-2  or  4  show  the  greatest  affinity  for  non-polar  organics, 
however,  Gallant  e£  al.  (1978)  have  found  XAD-2  effective  for  sorbing  alcohols, 
phenols,  alkyl  amines  and  carboxylic  acids  in  addition  to  less  polar  organics. 
Grieser  and  Pietrzyk  (1973)  found  nitro  phenol  and  picric  acid  retained  by  XAD- 
2  to  a  lesser  extent  than  less  polar  organics. 

Stevens  et  al.  (1975)  used  Amberlite  XAD-4  to  remove  TNT  and  RDX  from 
munition  waste  water.  These  investigators  found  the  capacity  of  Amberlite  XAD- 
4  for  TNT  to  be  0.435  g  TNT/g  XAD-4.  The  capacity  of  XAD-4  for  RDX  was  0.05  g 
RDX/g  XAD-4.  These  capacities  of  XAD-4  were  approximately  twice  the  capacity  of 
activated  carbon  (Filtersorb  300).  Approximately  600  bed  volumes  of  "red"  water 
(TNT  concentration  approximately  100  mg/1)  were  run  through  the  XAD-4  resin  bed 
before  breakthrough  occurred.  Flow  rate  was  1  gpm/ft^.  The  spent  Amberlite 
XAD-4  could  be  regenerated  with  two  bed  volumes  of  acetone. 
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TABLE  V,  Percent  Recovery  of  Organics  from  Tapvater  by  Amber! ite  XAD  Resins 
(Van  Rossum  and  Uebb,  1978) 
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Szachta  (1978)  summarized  the  studies  on  the  removal  of  TNT  and  RDX  as 
well  as  HMX  and  tetryl  from  waste  water.  Amber lite  XAD-4  could  remove  TNT,  HMX, 
RDX  and  tetryl  from  munition  waste  streams  to  the  level  of  less  than  1  ppm  total 
nitrobodies.  Amberlite  XAD-4  has  a  greater  affinity  for  TNT  than  for  the  other 
nitrobodies.  At  high  concentrations  of  nitrobodies,  competition  for  sorption 
sites  on  XAD-4  occurs,  and  earlier  breakthrough  of  nitrobodies  is  found.  TNT  is 
adsorbed  more  rapidly  than  the  other  nitrobodies. 

While  there  has  been  some  work  done  on  desorption  of  organics,  none  has 
related  directly  to  the  recovery  of  explosives.  Levin  ej,  a_l.  (1977)  investi¬ 
gated  the  recovery  of  phenol  from  XAD-2 .  It  was  found  that  97  to  98%  of  the 
sorbed  phenol  could  be  removed  by  shaking  the  resin  with  diethyl  ether.  If  a 
phenol-formaldehyde  mixture  was  sorbed  by  XAD-2,  the  recovery  dropped  to  93- 
93%.  Harris  et  aT,  (1980)  found  that  polyaromatic  hydrocarbons  could  be  removed 
from  Amberlite  XAD-2  with  methylene  chloride  and  that  diethyl  ether  could  be 
used  to  remove  pesticides  and  trichlorome thanes  from  XAD-2  and  from  XAD-4. 
Grieser  and  Pietrzyk  (1973)  report  that  nitrophenol  and  picric  acid  are  released 
from  XAD-2  when  the  pH  of  the  eluting  solvent  is  increased. 

B .  Acrylic  Esters 

The  common  acrylic  ester  resins  are  Amberlite  XAD-7,  Amberlite  XAD-8, 
Chromosorb  107,  Chromosorb  108,  and  Porapak  T.  The  structures  for  Amberlite 
XAD-7  and  XAD-8  are  given  in  Figure  2.  The  structures  for  the  other  resins  are 
similar.  Because  of  the  polarity  of  the  acrylic  esters,  these  resins  exhibit  a 
greater  affinity  for  polar  sorbates  than  the  styrene  divinylbenzene  resins 
(Pietrzyk  and  Chu,  1977).  In  addition,  the  sorbent  Porapak  T  exhibits  some 
water  retention  (Ana labs ,  1980).  The  physical  characteristics  of  these  resins 
are  given  in  Table  VI. 

The  acrylic  resins  have  not  been  studied  to  the  same  extent  as  the 
styrene  divinylbenzene  resins.  Chriswell  ex  al.  (1977)  found  that  both  XAD-7 
and  XAD-8  showed  recoveries  of  organic  contaminants  from  water  of  0,6  times  the 
recoveries  found  with  Amberlite  XAD-2.  The  acrylic  esters  were  more  efficient 
than  either  anion  exchange  resins  or  activated  carbons.  Sydor  and  Pietrzyk 
(1978)  found  that  Amberlite  XAD-7  had  a  higher  sorbent  capacity  than  XAD-2  for 
removal  of  low  molecular  weight  compounds  from  an  air  stream.  Sorption  data  on 
acrylic  esters  are  summarized  in  Table  VII, 

C.  Phenylene  Oxide  Resins 

Tenax  GC  is  a  porous  polymer  of  2 , 6-diphenyl-p-phenyIene  oxide .  Its 
structure  is  shown  in  Figure  3,  It  was  developed  as  a  GC  packing  material  and 
exhibits  the  following  features  (Applied  Science  Division,  undated). 

1)  high  maximum  operating  temperatures  (373°C) 

2 )  short  retention  times 

3)  stable  baseline  after  short  conditioning  time 


20 


■CH, 


—  CH, 


CH, 

I  i 

■C  — CH, 


C=0 

I 

0 

I 

R 

I 

0 

I 

c=o 

I 

■c  — 

I 

CH  j 


CH„ — 


?H3 

C  - 

I 

C=Q 

I 

0 

l 

R 

I 

0 

I 

c=o 

I 

c  — 

I 

CH 


Amberlite  XAD-7 


CH, 

l  i 

3 

?H3 

• 

—  CH2- 

-c-ch2- 

C  — CH,— 

l  4 

c  — 

1 

c=o 

l 

c=o 

i 

C  — 0 

1 

0 

1 

1 

0 

1 

0 

1 

R* 

4* 

• 

l 

0 

CH3 

c=o 

ch3 

— ch2 

-c-ch3- 

c-ch2- 

1 

c - 

C  — 0 

1 

ch3 

i=o 

1 

• 

OR' 

OR' 

Amberlite  XAD-S 


Figure  2, 


Structures  of  Amberlite  XAD-7  and  XAD-8  Resins  (Kunin,  1976) 
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Figure  3.  Structure  of  Tenax  GC 


4}  effective  separation  at  relatively  low  temperatures 

Tenax  GC  is  a  low  capacity  sorbent  (Sydor  and  Pietrzyk,  1978),  The 
surface  area  of  the  polymer  is  19  m2/g  (Butler  and  Burke,  1976),  and  the  sorbent 
contains  pores  varying  from  30  A  to  10,000  A  (Sakodynskii  et  al , ,  1974),  The 
retention  volume/unit  weight  of  adsorbent  (V~)  is  much  lower  for  Tenax  than  for 
other  sorbents  (Butler  and  Burke,  1976),  Taole  VIII  gives  the  relative  column 
capacities  (Vg  x  relative  packing  density)  of  Tenax  GC,  Porapaks  P,  T,  R  and  Q 
and  ChromosorE  101  and  102  for  some  volatile  organics.  As  can  be  seen,  Tenax 
consistently  has  the  lowest  capacity  for  these  volatile  organics  (Butler  and 
Burke,  1976),  This  is  also  shown  graphically  for  acetonitrile  in  Figure  4,  A 
summary  of  sorbent  data  available  for  Tenax  GC  is  given  in  Table  IX. 

There  are  conflicting  claims  concerning  Tenax  GC's  sorbent  ability  in 
the  presence  of  water.  According  to  Battelle,  Columbus  Laboratories  (1979), 
humidity  affects  the  recovery  of  organics  from  Tenax.  Brown  and  Purnell  (1979) 
claim  that  breakthrough  on  Tenax  GC  is  affected  by  vapor  concentration,  but  that 
humidity  appears  to  have  no  affect  on  retention  volumes.  Kuo  et_  a_l .  (1977)  used 
Tenax  GC  as  a  sorbent  for  water  soluble  organics  which  were  gas-purged  from 
water.  When  the  purging  gas  contained  high  water  vapor  concentrations, 
displacement  of  organics  from  the  polymer  and  more  rapid  breakthrough  were 
observed.  Novotny  et^  a_l.  (1974)  found  that  water  vapor  was  not  retained  by  Tenax 
GC  but  condensation  of  water  on  the  sorbent  decreased  the  sorbent  ability  of 
Tenax  GC ,  Barrett  (1976)  claims  100%  recovery  with  nitroglycerin  or  ethylene 
glycol  dinitrate  independent  of  humidity.  Piecewicz  et  al.  (1979)  showed  that 
a  variation  of  humidity  from  0%  to  80%  would  result  in  a  decrease  in  retention 
volume  on  Tenax  GC,  The  decrease  varied  from  22  to  43%  depending  upon  the  nature 
of  the  volatile  organic.  Table  X  presents  the  comparison  of  retention  volumes 
at  0  and  80%  relative  humidity  using  Tenax  GC  sorbent.  Pellizzari  e£al_.  (1976) 
claim  that  sorbent  ability  is  not  affected  by  humidity  levels  up  to  50%. 

There  is  evidence  of  Tenax  GC  decomposition  to  diphenyl  quinone  (DPQ)  in 
the  presence  of  nitrous  oxide  (Battelle,  Columbus  Laboratories,  1979).  The 
mixture  of  sulfur  dioxide,  nitrous  oxide  and  water  also  react  with  Tenax  GC  to 
give  DPQ  (Ne her  and  Jones,  1977;  Vick  eC^aU,  1977),  Bunch  et  al.  (1980)  report 
"in  situ"  reaction  on  Tenax  GC  to  form  nitrosamines  in  the  presence  of  N0X  and 
ozone.  Nitrosamines  could  also  be  formed  by  reaction  of  secondary  amines  and 
nitrogen  oxide  on  the  Tenax  GC  surface.  Morpholine  has  been  shown  to  react  with 
as  little  as  4  ppm  N0X  to  form  50%  nitrosated  morpholine  (Rounbehler  al. 
1980),  Other  "in  situ"  reactions  include  the  formation  of  dichlorohexane  and 
tr ichlorohexane  in  the  presence  of  chlorine  gas.  Bromoform  and  dibromocyclo- 
hexane  are  formed  on  Tenax  GC  in  the  presence  of  bromine  gas  (Bunch  et  al , , 
1979),  Precautions  must  be  taken  that  the  organics  recovered  from  Tenax  GC  are 
not  artifacts  of  such  "in  situ"  reactions. 

Tenax  GC  has  been  shown  to  be  useful  for  analysis  of  alcohols,  diols, 
phenols,  amines,  aldehydes  and  ketones  (Applied  Science  Division,  undated). 
The  resin  shows  a  greater  affinity  for  alkanes,  alcohols  and  amines  than  for 
aldehydes,  ketones  and  phenols  (Pellizzari  et  aK  ,  1975a),  Barrett  (  1976) 
showed  that  Tenax  GC  retained  both  nitroglycerine  and  ethylene  glycol  dinitrate 
with  100%  recovery  from  the  sorbent. 


TABLE  VIII.  Relative  Capacities  of  Sorbents  in  1/16"  OD  columns  (Butler  and  Burke,  1976) 
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101 ,  102  =  Chromosorb  101,  102,  respectively. 
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Figure  4.  Plots  of  the  Common  Logarithm  of  Specific  Retention  Volume 
Versus  Reciprocal  Absolute  Temperature  Used  to  Determine 
Log  V  Values  for  A cetoni trile .  (Butler  and  Burke,  1976). 
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TABLE  IX,  Summary  of  Adsorbent  Data  for  Tenax  GC 
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TABLE  X.  Comparison  of  Vg‘s  for  SorbaLes  at  Two  Different  Relative  Humidities  on  Tenax  ( 

(Piecewicz  et  al . ,  1979) 
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Rounbehler  e_t  aK  (1980)  showed  that  when  removing  nitrosamines  from 
air,  Tenax  GO  showed  an  early  breakdown*  The  Tenax  GC  air  sampler  showed  90% 
retention  after  100  L  of  air  had  passed  through  the  sampler.  But  at  190  L  of  air, 
retention  had  dropped  to  7%. 

Pellizzari  et  al^  (1976)  claim  that  Tenax  GC  air  sampling  cartridges 
showed  good  recoveries  of  sorbates  after  one  week  storage  with  a  slight  decrease 
in  recovery  of  sorbates  after  2  weeks*  Tables  XI  and  XII  show  the  recoveries  of 
various  sorbates  after  storage.  The  recoveries  shown  in  the  data  do  not  appear 
to  be  as  good  as  those  claimed  by  Pellizzari  a  1  *  (1976). 

The  high  temperature  stability  of  Tenax  GC  made  Che  polymer  a  good 
candidate  for  solid  sorbent  hydrocarbon  sampling  tubes  to  be  used  for  the 
collection  and  analysis  of  organics  in  air  streams  (Battelle,  Columbus 
Laboratories,  1979).  A  sampling  tube  containing  Tenax  GC  can  be  fitted  to  the 
inlet  of  a  gas  chromatograph  (GC)  and  thermally  heated.  The  organics  sorbed  on 
the  Tenax  would  elute  off  the  sorbent  and  be  analyzed  on  line  (Versino  et  aL  , 
1974).  This  type  of  use  would  eliminate  the  need  to  recover  organics  sorbed  on 
the  polymer  by  solvent  extraction.  Thermal  recovery  of  volatile  organics  from 
Tenax  with  immediate  introduction  to  GC  showed  a  recovery  of  90-100%  (Pellizzari 
ex_  a^L.  ,  1975b).  None  of  the  other  common  sorbents  showed  the  temperature 
stability  exhibited  by  Tenax  GC. 

The  major  advantage  of  Tenax  GC  is  its  high  thermal  stability.  Sorbates 
can  be  removed  from  Tenax  thermally  and  introduced  directly  into  a  GC.  In 
addition,  Tenax  is  particularly  suitable  for  the  sorption  of  high  boiling 
compounds  because  the  combination  of  high  temperature  limit  and  low  retention 
volume  would  allow  rapid  desorption  of  high  boiling  compounds  from  Tenax  GC. 

D.  Other  Resins 


There  are  several  other  solid  sorbents  resins  commercially  available. 
Some  of  the  more  popular  resins  are  described  in  Table  XIII.  The  functional 
groups  on  these  resins  make  them  more  polar  than  the  styrene  divinylbenzene 
resins.  These  resins  have  so  far  received  only  limited  study  for  use  as  sampling 
sorbents . 

Butler  and  Burke  (1976)  compared  Porapak  R  to  Porapak  P,  Q  and  T,  Tenax 
GC  and  Chroraosorb  101  and  102  for  the  removal  of  model  compounds  from  air  (Table 
VIII),  Porapak  R,  a  vinyl  pyrrol idone  resin,  exhibited  high  sampling  capacities 
for  the  model  compounds. 


TABLE  XI.  Effects  of  Transportation  and  Storage  on  the  Percent  Recovery  of  Carcinogenic  Vapors 
from  Tenax  GCa  (Peliizzari  et  al.,  1976) 
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TABLE  XII  .  Effect  of  Storage  on  the  Percent  Recovery  of  Vapors  from  Tenax  GC  Cartridges 
(PeLlizzari  et  al.,  1976) 
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TABLE  XIII*  Physical  Characteristics  of  Selected  Macroret icu la r  Resins 
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IV .  CARBONACEOUS  RES  INS 


Rohm  and  Haas  have  developed  a  series  of  sorbents  with  chemical 
properties  intermediate  between  activated  carbon  and  polymeric  resins*  These 
sorbents,  known  as  Ambersorb  XE-340,  XE-347  and  XE-348,  are  experimental 
products  not  commercially  available  (Panza,  1981).  The  affinity  for  water 
exhibited  by  these  sorbents  varies  from  the  hydrophobic  XE-34G  to  the 
hydrophilic  XE-348 ,  Because  of  the  unique  structure  found  in  these  sorbents, 
the  Ambersorb  sorbents  are  characterized  by  superior  performance  to  con¬ 
ventional  adsorbents  for  many  applications.  The  advantages  of  the  Ambersorb 
sorbents  include  exceptional  physical  strength,  attrition  resistance  and 
increased  regeneration  flexibility  when  compared  to  either  activated  carbon  or 
to  polymeric  adsorbents  (Rohm  and  Haas,  1977).  The  physical  characteristics  of 
these  sorbents  are  summarized  in  Table  XIV. 

Ambersorb  XE-340  was  designed  to  sorb  nonpolar  organics  from  air  or 
water.  It  has  been  proven  effective  for  removing  pesticides,  such  as  dieldrin 
or  DDT,  halogenated  hydrocarbons,  and  chlorinated  ethers  from  water.  Ambersorb 
XE-347  can  be  compared  to  a  molecular  sieve  which  separates  mixtures  by 
molecular  size.  The  pore  structure  of  Ambersorb  XE-347  is  an  appropriate  size 
and  shape  for  separation  of  aromatic  molecules  and  unsaturated  hydrocarbons. 
The  predominant  application  of  XE-347  has  been  the  removal  of  organics,  such  as 
vinyl  chloride,  toluene,  ethyl  ary  late  and  cumene,  from  air  streams.  Ambersorb 
XE-347  is  also  suitable  for  sorption  of  organics  such  as  ethanol  and  acetone 
from  water.  Ambersorb  XE-348  is  a  wide  spectrum  sorbent  capable  of  sorbing  both 
polar  and  non-polar  organics  from  either  air  or  water.  Ambersorb  XE-348  behaves 
similarly  to  activated  carbon.  It  can  sorb  a  wide  range  of  organics  and,  in 
addition,  is  easily  .  regenerated  either  by  solvent  extraction  or  by  steam 
extraction  (Rohm  and  Haas,  1977). 

Since  these  sorbents  are  still  experimental  products,  not  much  litera¬ 
ture  is  available  on  their  usage.  Harris  e^_  a_l.  (1980)  used  Ambersorb  XE-347 
in  conjunction  with  Amberlite  XAD-2  for  the  removal  of  organics  from  water.  A 
dual  bed  system  was  chosen  because  Ambersorb  XE-347  has  a  greater  affinity  for 
polar  compounds  such  as  phenol  than  Amberlite  resins.  Recovery  of  phenol  from 
water  is  particularly  difficult.  Phenol  recovery  utilizing  Amberlite  resins 
XAD-2,  XAD-7  and  XAD-8  is  only  14%,  19%  and  29%, respect ive ly  (Van  Rossum  and 
Webb,  1978) .  In  a  dual  bed  system  utilizing  Amberlite  XAD-2 /XAD-8 ,  Van  Rossum 
and  Webb  (1978)  reported  recoveries  of  46%.  Ambersorb  XE-347  is  capable  of 
recovering  46.8%  of  the  phenol. 


TABLE  XIV.  Typical  Physical  Properties  of  Ambersorb™  Resins 


Ambersorb 

XE-340 

Ambersorb 

XE-347 

Ambersorb 

XE-348 

Appearance 

black, 

spherical 

non-dusting 

black , 
spherical 
non-dusting 

black , 
spherical 
non-dusting 

Total  Surface  Area 
(N2,  BET  method), 

400 

350 

500 

Bulk  Dens  icy  ,  Ibs/cu - f t  * 

37 

43 

37 

Bulk  Density  ,  g/cm^ 

0.60 

0.70 

0.60 

Part ic le  Density ,  g/cm^ 

(Hg  displacement) 

0.92 

1.05 

0.91 

Skeletal  Density ,  g/cm^ 

(He  displacement) 

1.34 

1.85 

1.95 

Pore  Volume,  cm^/g 

0.34 

0.41 

0.58 

Particle  Size  (U.S.  Sieve  Series) 

20-50 

20-50 

20-50 

Crush  Strength,  Kg/Particle 

>3.0 

>3.0 

1.0 

Ash  Content,  % 

Pore  Size  Distribution^ ) : 

<0.5 

<0.5 

<0.5 

0 

Diameter  Range,  A 

Vol .  % 

<6 

0 

50 

16 

o 

1 

18 

0 

21 

40-100 

13 

0 

9 

100-300 

69 

50 

51 

>300 

0 

0 

3 

^ ^Determined  by  a  method  similar 
IN:  Rohm  and  Haas  (1977). 

to  Walker  et 

a  1 , ,  Fue 1  45 , 

233  (1963). 
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V,  OTHER  TYPES  OF  SORBENTS 


A.  Gift  Reverse  Phase  Sorbent 

Silicone  (C^g  H37  SiO^/i^n  surface  bonded  to  a  silica  gel  solid  support 
is  a  common  high  pressure  packing  known  as  reverse  phase  C-18  packing.  This  C- 
18  packing  has  been  useful  for  the  removal  of  volatile  organics  such  as  car 
exhaust  vapors  and  chlorinated  hydrocarbons  from  air.  Although  these  organics 
are  effectively  sorbed ,  there  are  some  indications  that  the  organics  desorbed 
from  the  C-18  were  artifacts  of  the  sorbent  (Aue  and  Teli,  1971).  In  addition, 
very  volatile  organic  components  in  air  tend  to  elute  from  the  C-18  cartridge 
used  in  sampling. 

Waters  Associates,  Inc.  offers  a  C-18  packed  cartridge  called  a  SEP-PAK. 
These  cartridges  are  designed  to  perform  fast  simple  cleanup  and  concentration 
of  organic  residues  prior  to  analysis  by  liquid  chromatography  (Waters 
Assocites,  1979a).  The  C^g  SEP-PAK  has  been  used  to  concentrate  PCBs  present  at 
1  ppb  in  water,  concentrate  residues  up  to  one  thousand  times  with  952  recovery, 
and  concentrate  large  volume  samples  collected  in  the  field  (Waters  Associates, 
1979b). 


Riggin  and  Howard  (1979)  used  SEP-PAK  C-18  cartridges  to  concentrate 
benzidene,  dichlorobenzidine  and  diphenylhydrazine  present  in  waste  water.  The 
C-18  cartridges  allowed  for  the  rapid  concentration  of  the  residues.  In 
addition,  the  recovery  of  diphenylhydrazine,  which  is  unstable  in  water,  was 
greatly  improved. 

Most  recently,  J.T.  Baker  Chemical  Co.  (1981)  has  come  out  with  a  line  of 
disposable  extraction  columns  similar  to  the  Waters  SEP-PAK.  The  Baker 
extraction  columns  are  packed  with  one,  three  or  six  ml  of  C^g  packing,  which 
makes  them  more  versatile  chan  the  Waters  SEP-PAK  which  come  in  only  one  size. 

Cyano  resins  are  similar  to  Che  C^g  surface-bonded  resins  except  that  the 
-CH3  end  group  is  replaced  by  -CN.  This  type  of  material  has  intermediate 
polarity  and  will  sorb  strong  polar  groups  better  than  the  C^g  sorbent.  Cyano 
surface-bonded  to  silica  is  available  in  cartridges  from  Baker  and  from  SEP-PAK. 

B .  Alumina,  Selica  Gel  and  Molecular  Sieves 


Alumina,  silica  gel  and  molecular  sieves  have  all  been  considered  as 
sorbents  for  air  or  water  sampling,  however  they  all  absorb  water  more  readily 
than  organic  materials.  In  addition,  silica  gel  and  alumina  are  structurally 
weakened  by  contact  with  liquid  droplets  (Kovach,  1978).  Recoveries  of  2- 
aminoe thanol  sorbed  on  silica  gel  dropped  from  100  to  62%  when  the  sorbent  tube 
was  stored  at  ambient  temperatures  (20°C)  for  28  days.  A  drop  of  15%  was 
observed  in  the  first  three  days  of  storage  (Wood  and  Nichols,  1978).  Since 
these  sorbents  show  such  an  affinity  for  water,  their  suitability  as  solvents 
for  water  sampLing  is  questionable. 


c. 


ton  Exchange  Resina 


Ion  exchange  resins  depend  upon  electrostatic  interactions  for  the 
removal  or  concentration  of  materials  from  water.  These  interactions  could 
severely  alter  the  sorbed  material.  For  example,  Hoffsommer  et  al.  (1977) 
found  that  HMX,  RDX  and  other  nitrobodies  removed  from  water  with  the  strongly 
basic  anion  exchange  resins  of  the  Amberlite  IRA-400  series  reacted  on  the  resin 
to  form  nitrous  oxide,  ammonia,  formaldehyde  and  nitrite  ions.  In  addition, 
salts  found  naturally  in  ground  water  could  cause  premature  elution  of  sorbed 
material.  Harris  et  al  (1980)  found  that  the  anion  exchange  resins  Amberlite 
IRA-93  and  IRA-904  showed  almost  instantaneous  breakthrough  of  sorbed  polar 
organics  when  the  eluting  water  contained  as  little  as  250  ppm  sodium  chloride. 
This  level  of  salt  is  not  unusual  for  aqueous  effluents,  so  if  ion  exchange 
resins  are  to  be  used  for  sorbing  organics  from  natural  aquifers,  the  salinity 
of  the  aquifer  must  be  considered.  Table  XV  summarizes  sorbent  data  available 
on  the  use  of  ion  exchange  resins  for  removal  of  organics  from  water. 

D.  Polyurethane  Foam 

Navratil  et  al_.  (1977)  used  open  pore  polyurethane  (OPP)  columns  to 
remove  polynuclear  aromatic  hydrocarbons  from  water.  OPP  is  composed  of  an 
agglomeration  of  microspherical  particles  in  a  rigid  permeable  structure.  The 
OPP  columns  are  prepared  "in  situ"  by  the  polymerization  of  toluene -car bon 
tetrachloride  solutions  of  isocyanate  and  polyol .  The  structures  of  these 
materials  are  given  in  Table  XVI.  The  polycyclic  aromatic  hydrocarbons  studied 
are  given  in  Table  XVII.  Recoveries  of  the  polycyclic  aromatic  hydrocarbons 
varied  from  56  to  100%.  The  polycyclic  aromatic  hydrocarbons  were  eluted  from 
OPP  using  methanol.  The  recovery  results  are  given  in  Table  XVIII. 

Polyurethane  foam  has  also  been  considered  for  use  as  a  sorbent  for 
laboratory  and  river  water.  The  extraction  efficiencies  of  the  foam  were  not  as 
good  as  either  solvent  extraction  of  the  water  or  extraction  by  XAD  resins 
(Harris  et  &l_. ,  1980). 

E .  Carbon-Sulfur  Compounds 

Nonstoichiometric  carbon-sulfur  compounds  (CXS)  have  been  investigated 
for  the  sorption  of  phenol  from  water  (Chang  and  Savage,  1981).  Carbon- sulfur 
compounds  behave  similarly  to  activated  carbon.  The  major  difference  lies  with 
the  carbon-sulfur  surface  of  CXS  rather  than  the  carbon-oxygen  surface  of  the 
activated  carbon.  Since  C-S  is  not  as  polar  as  C-O,  it  is  postulated  chat 
aromatic  groups  would  not  bind  to  CXS  as  tightly  as  they  do  to  activated  carbon. 
CXS  was  found  to  have  a  larger  capacity  for  phenol  than  Filtersorb  300.  In 
addition,  repeated  regeneration  with  2-propanol  solvent  extraction  recovered 
90%  of  the  capacity  of  the  (^S . 

F.  Activated  Carbon 


Activated  carbon  is  an  effective  sorbent  for  the  removal  of  most  organic 
compounds  from  water.  Activated  carbon  is  composed  of  randomly  oriented  and 


TABLE  XV*  Use  of  Ion  Exchange  Resins  for  Organic  Sorption  From  Water 
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TABLE  XVI  ,  Materials  and  Reaction  for  Preparation  of  Open-Pore  Polyurethane  of  Various 
Compositions  (Navratil  et  al.  ,  1977) 
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Reaction:  RNCO  +  ROH  -+  R-N-C-OR 


TABLE  XVII.  Polycyclic  Aromatic  Hydrocarbons  Studied  (Navratil  et  al . ,  1977) 
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aPurified  further  by  sublimation. 


TABLE  XVIII i.  Recovery  of  Polycyclic  Aromatic  Hydrocarbons  with  Open-Pore  Polyurethane 
(Navratil  e t  a  1 , >  1977 
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interfused  graphite  microcrystals .  The  interconnected  crystals  result  in  a 
porous,  high  surface  area  material.  Carbon  is  activated  by  first  heating  to 
170°C  to  remove  water  followed  by  heating  to  275°C,  prolonged  heating  at  400- 
600°C  and  finally  by  treatment  with  superheated  steam  at  750-950°C.  The  process 
burns  off  any  hydrocarbon  tar  coating  and  enlarges  the  pore  structure  of #the 
material.  The a re suiting  material  has  pore  sizes  varying  from  less  than  20  A  to 
more  than  500  A.  The  sorption  efficiency  of  the  carbon  is  highly  dependent  on 
the  shape,  arrangement  and  size  distribution  of  the  pores  (Jonas  and  Eskow, 
1976;  Cheremisinoff  and  Morresi,  1978). 


The  primary  application  of  activated  carbon  has  been  the  removal  of 
organic  pollutants  from  water  in  municipal  drinking  water  or  waste  water 
systems.  Efficiencies  for  removal  of  most  organics  are  high.  There  are  several 
examples  of  successful  applications  of  activated  carbon  in  the  explosives 
industry  (Cheremisinoff  and  Morresi,  1978).  Szachta  (1978)  has  investigated 
the  relative  capacities  of  activated  carbon  and  XAD-4  in  the  treatment  of  "pink 
water"  containing  TNT,  RDX,  KMX  and  tetryl.  Carbon  proved  to  have  a  higher  y 

Itrobodies  studied  except  TNT.  -  ,  T , 


capacity JfiStAU)  nitroboc 


Activate  carbon  has  been  used  extensively  to  concentrate  organics  from 
water  for  analysis .  The  carbon  adsorption  method  has  several  serious 
limitations,  however.  High  quality  activated  carbon  is  not  always  available, 
necessitating  lengthy  preliminary  cleanup  steps  to  reduce  background  levels  of 
organics.  Many  organics  are  adsorbed  so  strongly  that  desorption  efficiencies 
are  low  and  are  not  reproducible  (Harris  e_t  al . ,  1980;  Budde  and  Eichelberger , 
1979). 


Chri swell  et  al .  (1977)  determined  the  recovery  of  organic  compounds 

for  a  series  of  sorbents.  The  recoveries  were  normalized  to  the  recovery  of 
Amber Lite  XAD-2 .  The  results  are  given  in  Table  IXX.  The  activated  carbons  gave 
recoveries  from  0%  to  40%  of  the  recovery  found  on  XAD-2.  There  are  numerous 
references  to  the  use  of  carbon  adsorption  for  sampling,  a  few  of  which  are 
listed  in  Table  XX.  There  are  also  a  number  of  methods  which  employ  carbon 
sampling  tubes  (Taylor,  1977). 


The  difficulty  of  removing  some  organics  from  carbon  has  been  attributed 
to  chemisorption  to  reactive  sites  formed  by  the  oxidative  activation  of  the 
carbon  (DeFilippi  e_t  a_l.  ,  1980).  It  has  also  been  pointed  out  that  improved 
recoveries  result  if  the  carbon  is  dried  well  prior  to  extraction  (Van  Rossum  ® 

and  Webb,  1978).  This  suggests  that  the  hydrophobic  extraction  solvent  is  being 
excluded  from  the  pores  by  entrapped  water.  Improved  results  could  be  obtained 
by  employing  consecutive  extractions  first  with  a  water  soluble  solvent  such  as 
acetone  or  ethanol  before  desorbing  with  a  water  insoluble  solvent  such  as 
chloroform. 


The  variability  of  recoveries  from  different  laboratories  makes  the 
choice  of  extraction  solvent  very  difficult.  For  example,  Chriswell  et  al, 
(1977)  have  suggested  that  diethylether  is  one  of  the  best  extraction  solvents, 
while  Huffman  (1979)  has  listed  the  recoveries  from  ethyl ether  as  0.6%,  or 
almost  100  times  less  than  chloroform.  Carbon  disulfide  is  one  of  the  most 
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STOV  -  Styrene  divinyl  benzene;  ACES  -  Acrylic  ester;  PHFA  -  phenol  formaldehyde;  AE  -  Weak 
base  anion  exchange  resin 


TABLE  XX.  Activated  Carbon  Sampling  Studies 
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PCBs  (Aroclor  1260)  isopropanol  acetone  0  Unpublished  results 

methylene  chloride  0  this  laboratory, 

benzene  11-16  1980 

chlorobenzene  77-91 


commonly  employed  desorption  solvents  (Taylor,  1977;  Graust  and  Hermann,  1966), 
but  comparisons  of  it  to  other  organic  solvents  could  not  be  located.  Results 
obtained  in  this  laboratory  (1980)  for  PCBs  demonstrated  that  chlorobenzene  was 
superior  to  benzene,  acetone  or  methylene  chloride.  Presumably  the  ideal 
desorption  solvent  should  be  as  similar  to  the  sorbate  as  possible. 

A  novel  form  of  solvent  extraction  has  been  developed  by  DeFilippi  et  al . 
(1980).  The  solvent  utilized  is  supercritical  CO2.  A  large  variety  of  organic 
compounds  exhibit  a  dramatic  increase  in  solubility  near  the  critical  liquid 
region.  Supercritical  CO2  can  regenerate  carbon  upon  which  organic  pesticides 
had  been  sorbed.  The  resultant  carbon  has  nearly  70%  of  the  capacity  of  the 
virgin  carbon.  This  implies  that  approximately  30%  of  the  organics  are  not 
removed  from  the  carbon.  No  data  were  available  on  recoveries  from  carbon. 
Another  explanation  for  the  loss  in  capacity  on  the  carbon  might  be  that 
interaction  of  water  with  active  sites  on  the  carbon  which  could  inactivate  the 
sites . 


In  addition  to  the  problems  encountered  in  removing  organics  from 
carbon,  it  is  suspected  that  Min  situ”  chemical  changes  can  occur  on  carbon.  The 
types  of  organics  desorbed  may  not  represent  the  types  of  organics  in  the  water 
being  sampled  (Harris  e£  al. ,  1980). 

Conti  ejc  a_l .  (1978)  mixed  modified  perlite  with  activated  charcoal  for 
purification  of  water.  The  role  of  the  perlite  was  to  increase  the  removal  of 
non-polar  organics  from  the  influent.  Modified  perlite  is  a  hydrophobic 
material  coated  with  a  layer  of  silicone  oil.  The  perlite-charcoal  mixture 
removed  traces  of  organics  from  waste  water.  The  resulting  water  was  of 
drinking  quality. 


VI.  DISCUSSION  AND  CONCLUSIONS 


A  wide  variety  of  sorbents  have  been  identified  which  may  have  potential 
for  sampling  of  organics  from  water.  Although  not  all  of  these  sorbents  have 
been  used  in  this  application  in  the  past,  a  number  of  them  will  be  included  in 
a  laboratory  screening  program  to  determine  their  effectiveness  in  sorbing 
organics  from  water.  Table  XXI  lists  candidate  sorbents  and  their  manufac¬ 
turers  . 


Most  of  the  studies  concerning  the  use  of  solid  sorbents  for  water 
sampling  examined  styrene  divinylbenzene  resins  such  as  Amberlite  XAD-2  and 
XAD-4.  Both  these  resins  are  potentially  good  sorbents  for  the  nitrobodies  of 
interest  to  ARRADCOM.  Other  styrene  divinylbenzene  resins  are  Chromosorb  102, 
which  is  chemically  equivalent  to  XAD-2,  Chromosorb  101  and  Porapak  P.  Porapak  • 

has  a  larger  pore  size  than  Amberlite  XAD-2  or  4  (150  A),  but  its  surface  area 
is  much  lower  (100  tn^/g).  Since  sorbent  capacity  is  related  to  surface  area, 

^Porapak  P  will  not  have  the  capacity  of  the  XAD  resins.  Chromosorb  101  hasaa 
very  low  surface  area  (30-40  ra^/g)  with  a  very  large'  pore  size  (3000-4000  A) 

(Snyder  et^  al .  ,  1976).  Since  the  mechanism  for  sorbent  activity  for  styrene 
divinylbenzene  resins  has  been  postulated  to  involve  van  der  Waal  interactions  # 

and  the  surface  area  is  so  low,  Chromosorb  101  will  have  very  low  capacity  and 
may  have  only  limited  applicability  to  water  sampling. 


Amberlite  XAD-7  and  XAD-8,  Chromosorb  107  and  108,  and  Porapak  T  are 
acrylate  esters.  The  acrylate  esters  are  expected  to  show  higher  capacity  for 
polar  sorbates  than  the  styrene  divinylbenzene  resins  (Pietrzyk  and  Chu,  1977).  % 

Chromosorb  104,  an  acrylonitrile  divinylbenzene  resin,  has  shown  some  success 
at  sampling  nitro  compounds  in  air  (Pellizzari  ex  al . ,  1975a).  Porapak  Q,  an 
ethy lviny lbenzene  divinylbenzene,  has  also  been  useful  for  sampling  nitro 
compounds  in  air  (Pellizzari  ex  a_l .  ,  1975a). 


Tenax  GC,  a  phenylene  oxide  sorbent,  has  received  much  attention  for  air 
sampling  of  organics.  It  is  a  low  capacity  resin  (Butler  and  Burke,  1976)  which 
could  exhibit  decreased  capacity  in  aqueous  media  (Piecewicz  e_t  aK  ,  1979).  In 
addition,  "in  situ"  reactions  are  known  to  occur  on  Tenax  GC  (Neher  and  Jones, 
1977;  Bunch  et  a_l .  ,  1980;  and  Rounbehler  e£  al^.  ,  1980).  Tenax  GC  was  not  used 
for  water  sampling  in  any  of  the  literature  obtained  for  this  search. 

Carbonaceous  resins  appear  very  promising  for  water  sampling.  The 
Ambersorbs  have  sorbent  abilities  comparable  to  activated  carbons,  but  the 
sorbates  are  more  easily  desorbed  from  the  Ambersorb  surface.  Ambersorb  XE-340, 
XE-347,  and  XE-348  differ  widely  in  their  sorbent  properties  and  should  each  be 
compared  with  sorbents  of  similar  polarity. 


Activated  carbon  is  an  excellent  sorbent  which  recovers  a  wide  range  of 
organic  compounds  from  water.  One  of  its  major  advantages  is  its  low  cost 
compared  to  other  sorbents.  Disadvantages  are  that  desorption  of  sorbed 
materials  from  carbon  is  often  difficult  and  that  "in  situ"  reactions  of 
sorbates  are  suspected. 
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TABLE  XXI.  Summary  of  Potential  Sorbents 
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APC  12  x  46  Activated  Carbon  Calgon 

Filtrasorb  300  Activated  Carbon  Calgon 

Darco  5-51  Activated  Carbon  Darco 

Reverse  Phase  (C  18^37^03/2)0  Not  Available 

C-18  on  Chromosorb  C 


Micropak  MCH-10  and  C-18  on  Chromosorb-G  are  C-18  reverse  phase 
packings,  and  are  expected  to  be  functionally  equivalent.  Micropak  MCH-10  is  a 
very  fine  material  with  a  particle  size  of  ^10u  which  could  cause  severe  pumping 
problems  in  water  sampling  applications.  There  are  several  large  mesh  C-18 
reverse  phase  packings  commercially  available. 


Porapak  R  and  N  are  vinyl  pyrrolidone  esters,  and  Porapak  S  is  a  vinyl 
pyridine  ester.  There  is  not  much  information  available  on  the  application  of 
these  resins  to  solid  sorbent  sampling,  however  the  nitrogen  heterocyclic 
functional  group  on  these  resins  is  expected  to  alter>,  the  sorbate-sorbent 

'  cur  A 


interaction. 


Four  sorbents  have  been  specified  in  the  contract  for  inclusion  in  the 
laboratory  screenting  tests.  They  are: 


Amberlite  XAD-2 


Ambersorb  XE-340 

Micropak  MCH-10  • 

Surface-bonded  C^g  on  Chromosorb  G 

Since  surface  bonded  C^g  on  Chromosorb  G  is  not  a  commercially  available 
sorbent,  it  would  have  to  be  custom  synthesized  at  very  high  cost  (Denboske, 

1981).  It  is  recommended  that  a  commercially  available  product  such  as  Baker  # 

extraction  tubes  or  Waters  SEP-PAK  cartridges  packed  with  surface-bonded  C^g  on 

silica  be  used  instead  of  C^g  on  Chromosorb  G.  It  is  also  recommended  that 

Amberlite  XAD-4  be  substituted  for  XAD-2  because  it  is  chemically  similar  to 

XAD-2,  but  has  a  larger  surface  area  and  therefore  a  higher  capacity.  Chromosorb 

101  and  102,  and  Porapak  P  and  Q  are  fsui  tic  lent  iy  similar  to  XAD-2  to  be 

eliminated  from  further  consideration,  SZ>  # 

Of  the  remaining  raacroreticular  sorbents,  one  resin  should  be  chosen 
from  each  of  the  following  groups  whose  members  are  functionally  similar: 

A.  Vinyl  pyrrolidones 


1. 

Porapak  N 

2. 

Porapak  R 

Acrylic  esters 

i. 

Amberlite 

XAD-7 

2. 

Amberlite 

XAD-8 

3. 

Chromosorb 

107 
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4. 


Chromosorb  108 


5.  Porapak  T 

C.  Acrylonitrile  diviny lbenzene 

1.  Chromosorb  104 

D.  Vinyl  pyridine 

1 .  Porapak  S 

Since  the  three  carbonaceous  resins  available  differ  so  widely  in  their 
affinities  for  water,  all  three  Arabersorbs  will  be  included  in  the  initial 
screening.  Activated  carbon  and  SEP-PAK  or  Baker  Cyano  cartridges  will  also  be 
included  in  the  screening  studies. 

Of  the  classes  of  sorbents  examined,  three  were  rejected  on  the  basis  of 
this  literature  search.  Tenax  GC  will  not  be  included  in  the  screening 
experiments  because  of  its  low  sorbate  capacity  and  because  of  anticipated 
complications  involved  in  its  use  with  water.  Polyurethane  foam  will  not  be 
included  because  of  the  poor  recovery  of  organics  reported  in  the  literature. 
Alumina,  silica  gel  and  molecular  sieves  will  not  be  included  because  of  their 
high  affinity  for  water. 

A  complete  list  of  the  sorbents  proposed  for  the  initial  screening 
experiments  is  presented  in  Table  XXII.  While  not  all  of  these  sorbents  have 
been  used  for  water  sampling,  a  representative  of  nearly  all  of  the  sorbent 
classes  discussed  in  this  report  is  included.  Sorbents  were  chosen  so  chat 
screening  tests  could  determine  the  effectiveness  and  possible  applicability  of 
each  of  these  classes  of  sorbents  to  the  recovery  from  water  of  the  organics  of 
interest . 


TABLE  XXII.  Recommended  Sorbents  for  Screening  Experiments 


>nofit'h'b£ 


Amberlite  XAD-4  ” 6/C~- 

•Porapak  N  or  Porapak  R  f* ' 

Amberlite  XAD-7,  XAD-8,  Chromosorb  107,  108,  or  Porapak  T  p> 
i  Chromosorb  104 
trPorapak  S  - 
I  Ambers  orb  340>-0 /C 
Ambersorb  347 

Ambersorb  348*^  r 

Micropak  MCH-10  -  ^  r/«c  S*«+llj 

Activated  Carbon  *oC 

or  ^SH^JgpSt-Surface-Bonded  Cig  on  Silica  Cartridges 
or  Cyano  Cartridges  ^  Qf<L. 


1  /(5L^  oJJ 
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